













RELATIONSHIP BETWEEN THE MEMBRANE SURFACE AREA AND DEVICE PERFORMANCE  








If the same membrane is provided, generally the larger the membrane surface area, the higher the solute 
removal performance should be achieved.  However, the solute removal performance per unit membrane 
surface area may decrease as the membrane surface area becomes larger.  In this study, the influence of the 
membrane surface area and other design factors on the total device performance was evaluated.  Total of 17 
dialyzers of 3 commercial brands, varying the membrane surface area were investigated.  The overall mass 
transfer-area coefficient (KoA) per arithmetically calculated area (Ao) was calculated for evaluation (KoA/Ao). 
The solute removal performance of the dialyzer increases with the blood and/or the dialysis fluid flow rates.as 
well as A0; however, a design factor particularly the packing density of hollow fiber plays an important role 
for the effective use of A0. 



















クレアチニン（分子量 113）、ビタミン B12（分子量 1355）
はイオン交換水に溶解した。キモトリプシン（分子量 
25000）は pH7.4 のリン酸緩衝溶液に溶解した。 
実験 1 では、試験液流量 QB = 100、200、300、400 mL/min、
透析液流量 QD = 350、500、650 mL/min、限外濾過流量
QF = 0 mL/min、補充液流量 QS = 0 mL/min で透析実験を行
った。 
実験 2 では、QB = 200 mL/min、QD = 500 mL/min、QF = 
200、250 mL/min、QS = 200、250 mL/min で透析濾過実験
を行った（Fig.1）。実験中、ダイアライザ試験液入口 CBi、





ズ（膜面積：0.6, 1.0, 1.4, 1.8, 2.2 m2）の 5 種類、FX-CorDiax
シリーズ（膜面積：0.6, 1.0, 1.4, 1.8, 2.2, 2.5 m2）の 6 種類、
日機装社製 FDYシリーズ（膜面積：1.0, 1.2, 1.5, 1.8, 2.1, 2.5 
m2）の 6 種類、計 17 種類である。 
実験データは、医学的装置性能指標であるクリアラン
ス CLB、これより算出される工学的指標である総括物質移
動係数 Ko および有効膜面積 A の積を公称膜面積 A0で除
した KoA/Ao
1)で評価した。総ての中空糸が物質移動に貢献
していれば、A/A0 = 1 となる。 
 
３． 結果及び考察 
(1) 実験 1（透析実験） 
Fig.2に FDYにおけるクレアチニンの KoA/A0と A0の関
係を示す。同一膜で膜面積が異なるだけなので、Ko は一
定になることが期待される。しかし、膜面積の増加とと







Fig.2   FDYにおけるクレアチニンの KoA/A0と A0の関係
(関係 QD =350 mL/min、△:QD =500 mL/min、○5QD = 
650 mL/min) 
 
Fig.3 に FX におけるビタミン B12の KoA/A0と中空糸充
填率（PDF）の関係を示す。 
 
Fig.3   FXにおけるビタミンB12の KoA/A0と PDFの関係
(関係 QD =350 mL/min、△:QD =500 mL/min、○5QD = 
650 mL/min) 
 
PDF = 59 %付近で KoA/A0はピークを取っている。これよ
り FX では PDF = 59 %付近でダイアライザを設計すると
良いことが分かった。ただし、最適な PDF は各ダイアラ
イザにより異なった。 
(2) 実験 2（透析濾過実験） 
 Fig.4 に各溶質における CLBと A0の関係を示す。Aoの増
加とともに CLB は増加したが、クレアチニンやビタミン
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